
 מאגר המכשור הקיים בפקולטה למדעי הבריאות

 

 

המאגר כולל מכשור היכול לשמש יותר מחוקר אחד. מטרתו לידע את החוקרים על קיומם של מכשירים אלו לפני שפונים להזמין  .1
מכשיר חדש, וכמו כן מאפשר ליצור קשר עם האחראי על מכשיר מסוים במידה וחוקר אחר רוצה להשתמש בו בתאום עם 

 י.האחרא
 

אחרים. יש לתאם זאת הפקולטה תממן אחזקה של המכשיר השייך לחוקר שיהיה מוכן שהמכשיר שברשותו ישמש גם חוקרים  .2
 ב פולק.עם פרופ' יעק

 

 מכשיר שנרכש על ידי הפקולטה הוא לשימוש כלל החוקרים. .3
 

 או הורדת מכשיר מהרשימה.על מנת שהמאגר יהיה מעודכן, הנכם מתבקשים לידע את דר' רן טאובה על רכישות חדשות  .4
 

 21.2.2.12המאגר מעודכן לתאריך  .5
 

 המאגר הוכן על ידי חברי ועדת המכשור: .1
 

 54-5288451.דר' רן טאובה                      

 52-5822345.פרופ'  אריאל טרסיוק            

 54-2.1.531.דר' אלי לואיס                     

 52-8285821.     פרופ' יעקב פולק             

 52-483.883.פרופ' יואב שרוני                 

 

 

 מקרא לטבלה:

 

M1 פנימיות 

M1A כירוגיות 

M2 פתולוגיה 

M6 בנין הפקולטה אגף המעבדות 

MHC   המרכז לבריאות הנפש 

 מכשיר הניתן לשימוש על ידי מספר חוקרים בתאום עם האחראי מציינת *
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Autoclaves 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

Tuttenauer 2540M MHC Galila Agam 2002 No Good 

Tuttnauer 3870 M1A-6-048 Soroka ? No Good 

Tuttenauer 11300 M2-322 Ronit Ben-Hamu ? No Good 

Tuttenauer -3850 (small) M2-226  Ran Taube ? No Good 

Tuttenauer 3870 M2-226  Ran Taube ? No Good 

Tuttnauer 5596EP-1R M6-151 Margalit Kroop 2000 No Good 

Tuttnauer 5596EP-1R M6-448 Israel Sekler 1999 No Good 

Tuttnauer 4472 M1-682 Yafa Mizrahi 2000 No Good 

Back to Categories 

Behavioral Research 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

Roto rod  

MHC Hagit Cohen 2005 

No 

Good 

Acoustic startle response -  
San Diego Instruments 

Passive-active avoidance 
shuttle box - San Diego 
Instruments No 

Etho-vision automatic video 
tracking system (x2) 

Elevated plus maze 

MHC Hagit Cohen 2010   Good 

Open field 

Sexual preference 

 Morris water maze 

T maze 

Radial maze 

Back to Categories 

Cell Harvester 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

Beckman Coulter model Vi-
Cell XR 

M1A- 6-015 Yoav Sharoni 2007 No Good 

Adam M6-133 Margalit Kroop 2010 No Good 

 

Back to Categories 



Centrifuges-Low Speed 

Make and Model Location  PI In Charge 
Year  of  

Manufacture 

Under 

Warranty Condition 

(Functional) 
or Contract 

Hanil Mega17R M1A 6-019 
Michael 

Danilenko 
2000 No Fair 

Sorvall -RC5B M2 -331 Ran Taube  ? No Poor 

Thermo Micro - CL17R M1A -4-63 Eli Lewis 2007 No Good 

SIGMA 4K10 M1A Ilana Nathan   Soroka Good 

Sorvall RC5C M6-133 Margalit Krup ? No Good 

Sigma 6KI5 M6-536 Mazal Rubin 2003 No Good 

Sigma 4-15 M6-536 Mazal Rubin 2003 No Good 

Heraeus megafuge 1.0r M1-681 Mahmoud Halihul 1998 No Good 

Thermo Sci Sorvall RC M1-682 Yafa Mizrahi 2006 No Good 

Thermo Sci Sorvall 90 M1-682 Yafa Mizrahi 2000 No Poor 

Sigma 6K15 M1-663 Yafa Mizrahi ? No Poor 

Heraeus Laboratory  M1-635,636 Aviv Goldblat 1997 No Good 

Hermle Centrifuge Z400  M1-667 Abed Azeb 2010 Yes  Good 

Hettich Rotanta M1-662 Nurit Porat 2010 Yes Good 

Hettich Rotanta RPC M1-662 Nurit Porat 1995 No Good 

DuPont Sorvall RC 5 M1-639A Yafa Mizrahi Old No Disabled  

Sorvall -RC5 M2-206 Assaf Rudich Old No Good 

Back to Categories 

Centrifuge Low Speed Rotors 

Make and Model Location  PI In Charge 
Year  of  

Manufacture 

Under 

Warranty Condition 

(Functional) 
or Contract 

F 45-30-11 -A-4-62 MHC Galila Agam 2005   Good 

17000rpm 6X50 ml 
MIA-6-019 Michael 

Danilenko 
2000 No 

Good 

Sorvall -SS-34 M2-331 Clay Davis     fair 

Sorvall - GSA-(250ml) -

Kompspin 
M2 - 331 Clay Davis       

Thermo Megafuge 1.0R M1A-63 Eli Lewis 2008 No Good 

11144 Plate Rotor M1A  Ilana Nathan   Soroka Good 
Sorvall - SS34 (fixed),HS-

4(sw) 
M6-133 Margalit Kroop OLD No 

Good 
SW1150, SW1156, Fixed 

12130  
M6-536 Mazal Rubin 2003 No ? 

Sorvall RC – SLA3000, 

SS34 
M1-682  Yafa Mizrahi ? No 

Good 
Hermle Centrifuge, 221.08, 

220.87 
M1- 667 Abed Azeb 2011 Yes 

Good 

Back to Categories 

 
     



ddH2O 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

Millipore Direct Q5 MHC  Galila Agam 2000 No Good 

Milpore High Q M2-331 Clay Davis ? No Good 

EASYpure LF M6-151 Margalit kroop 2001 No Good 

EASYpure LF M6-246 Margalit kroop 2001 No Good 

EASYpure II M6-326 
Michal 
Hershfinkel 

2008 No Good 

EASYpure LF M6-439 Israel Sekler 1999 No Good 

EASYpure LF M6-552 Mazal Rubin 2001 No Good 

Easy pure M1-681 Yafa Mizrahi ? No Good 

Back to Categories 

Electroporator 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

Gene Pulser II M6-133 Margalit Kroop ? No Good 

NanoEnTek model MP-100 M1A- 6-006 
Michael 
Danilenko 

2007 No Good 

BIO-Rad Gene Pulse XL M2-217 Assaf Rudich ? No Good 

BIO-Rad Gene Pulse II M2-258 Ran Taube 2000 No Good 

Back to Categories 

Elisa Reader 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

Labsystems Oy -iEMS MHC Galila Agam 2000 No Good 

EL-800 BioTeck M1A-4-81 Eli lewis 2008 No Good 

Thermo M6-133 Malka White 2005 No Good 

Mansing DNM 9606 M6-242 Etta Livnhe 2012 Yes Good 

BioRad 680 M6-532 Mazal Rubin 2004 No Good 

Tecan Sunrise (light and 

fluoresence) 
M1A- 4-4-81 

Amos 

Douvdevani 
2001 No Good 

ELISA quanta biotech M1-681A Yafa Mizrahi ? No Good 

ELISA thermo scientific 

multiskan FC 
M1-667 Abed Azeb 2010 Yes Good 

ELx808 Absorbance 

Microplate Reader 
M1-662 Nurit Porath ? No Good 

Tecan microplate reader  M2-217 Assaf Rudich 2006 No Good 
Back to Categories 

 



FACS-Sorter 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

BD FACSCALIBUR* M6-150 Angel Porgador 1999 No Good 

BD FACSCANTOII* M6-150 Angel Porgador 2007 No Good 

Auto MACS* M6-140 Roni Apte 2009 No Good 

Beckman Coulter FC500 M1A-4-68 
Amos 
Douvdevani 

2006 No Good 

Back to Categories 

Film Developer 

Make and model Location  PI In Charge 
Year  of  
manufacture 

Under warranty Condition 
(functional) 

or contract 

AIPImaging M6-137 Margalit Kroop 2008 No Good 

Curix60/Agfa M6-545 Mazal Rubin 2006 No Good 

Alpha Innotech Chemi-

Imager 4.2 
M1-682A Yafa Mizrahi old No Disabled  

Back to Categories 

Fluorescent Plate Reader 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

Thermo Fluroskan Ascent M6-428 Israel Sekler 2010 No Good  

Plate Reader Infinite-200 M2-217 Assaf Rudich 2009 No Good 

Back to Categories 

 

 

 

 

 

 

 

 

 



Freezers 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
orContract 

Revco MHC Hagit Cohen ?   Good 

Revco ULT 2186-3VBA M1A- 6-042 
Rachel Levi and 
Yoav Sharoni  

Old No Fair 

Revco-UTL86 
M2- 3 
(Hallway) 

Clay Davis ? No Good 

Heto M6-133 Margalit Kroop ? No Good 

Thermo-Forma M6-150 Angel Porgador ? No Good 

Thermo-Forma900 M6-219 Alex Braiman 2009 No Good 

Forma-UTL86 M6-219 Noah Isakov 1996 No Good 

Forma-UTL86 M6-219 Yacob Gopas 1998 No Good 

Revco UTL86 M6-219 Roni Apte 2005 No Good 

Thermo-Forma M6-326 
Michal 
Hershfinkel 

2006 No Good 

Forma M6-335 Dimitri Fishman 1990 No Good 

Forma M6-439 Israel Sekler 1999 No Good 

Heto LL M6-552 Mazal Rubin ? No Good 

Sanyo M6-552 Mazal Rubin 1999 No Good 

Forma UTL86 M2- 2 - 251 Ran Taube 2009 No Good 

Forma UTL86 M2- 2 -251 Leslie Lobel 2007 No Good 

Revco-UTL x3* 
M2- 3  
(Hallway) 

Clay Davis ? 
No 

Good 

Forma Scientific -80 
M1-681 

 Yael Segev; Iris 

Shai  
? ? Good 

Haier Freezer –80 Yael Segev       

Thermo Scientific Revco –80 

- 5 units 
M1-662 Nurit  Porath ? No Good 

Revco ultra low freezer X 2 

units 
M1-662 Nurit  Porath ? No  Yes 

Haier Freezer –80 M6-basement Iris Shai 2012 Yes Good 

* Hallway -general 

equipment      
Back to Categories 

 
     

 

 

 

 

 

 

 

 

 

      



HPLC -FPLC 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

AKTA B.51, R.324 Stas Engel 2005 No Good 

Pharmacia ACTA Explorer 
(FPLC) 

M6-150 Angel ? No Good 

Pharmacia UPC-900 
(FPLC) 

M6-538 Ayelet David 2006 No Good 

Merck-Hitachi F1050 
(HPLC) 

M6-544 Mazal Rubin 1990 No Good 

HP 1100 (HPLC) M6-546 Mazal Rubin 1998 No Disabled 

HP 1100(HPLC) M6-546 Mazal Rubin 2000 No Good 

Waters 2695 (HPLC) M6-536 Ayelet David 2008 No Good 

Waters Acquity (UPLC) M6-543 Arik Dahan 2010 No Good 

Back to Categories 

Ice Machine 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

Icematic -F125 Compact MHC  Galila Agam 2008 No Good 

Brema -ice maker M1-6-042 Soroka   No Good 

Migel M-K185 M2-331 Clay Davis ? No Good 

Migel K180 M6-151 Margalit Kroop 2007 No Good 

Ice-O-Matic M6-246 Margalit Kroop ? No Good 

Migel M6-448 Israel Sekler ? No Good 

Fiocchetti M6-552 Mazal Rubin ? No Good 

Brema M6-552 Mazal Rubin 2004 No Good 

Brema ice maker M1-682 Yafa Mizrahi ? No Good 

Back to Categories 

 

 

 

 

 

 

 

 

 



Imaging-Gel Imaging 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

Gel Logic 100 MHC  Galila Agam 1998 No Good 

GE Imagequant LAS4000 

min-iLuminescent image 

analyzer MIA- 6-029 

Yoav Sharoni 

2010 No Good 

Bio-Rad gel Doc M2-258 Ran Taube  2009 No Good 

Bio-Rad gel Doc M2-339 Clay Davis 2010 No Good 

Rhenium gel doc+UV lamp M2-312 Clay Davis 2007 No Good 

UVP,BioDoc it 8.0 

LCD/LM20 M1A - 4-81 Eli Lewis 2003 No Good 

BioRad PMI M6-133 Margalit Kroop 2009 No Good 

BioRAd ChemiDoc XRS+ M6-133 Margalit Kroop 2009 No Good 

Alpha Innotech Corp.Model 

2.13 
M6-242 Etta Livnhe ? 

No 
? 

BioRad ChemiDocXRS+ M6-335 
Michal 

Hershfinkel 
2009 

No Good 

Back to Categories 

Luminometer 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

Turner Biosystems 20/20 M1A- 6-015 Yoav Sharoni 2006 No Good 

Promega Glomax M6-245 Etta Livnhe ? No Good 

TD20/20 M6-245 Etta Livnhe 2000 No Good 

Back to Categories 

 

 

 

 

 

 

 

 

 

 



Microscopes 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

Binocular Leica S6D 

MHC Hagit Hachohen 

2008 No Good 

Leica DM 500 2011 No Good 

Leica DM 4500B 2009 No Good 

Olympus IX-70 M2-348 Hava Golan ? No Good 

Leica DM IRB -inverted M2-359 Clay Davis ? No  Good 

Leica DM IR -upright M2-359 Clay Davis ? No Good 

Nikon -Fluresence (eclipce 
TS-100) 

M2-258 Ran Taube 2008 No Good 

Zeiss 510LSM (confocal) M1A- Ilana Nathan ? No ? 

Olympus Fluorescent  M1A-68 A. Douvdevani 1995 No Good 

Olympus BX50 M6-141 Roni Apte 2005 No Good 

Olympus 1x70 M6-245 Etta Livnhe 2003 No Good 

Olympus FV1000 
(confocal)* 

M6-233    near  Alex Braiman 2008 No Good 

Zeiss 510LSM (confocal) M6-335 M. Hershfinkel 2000 No Good 

Zeiss AxioScope2 M6-327 M. Hershfinkel 2007 No Good 

Zeiss Axiovert20 M6-327 M. Hershfinkel 2006 No Good 

Electronic Microscope M6-320 Ed White ? ? ? 

Olympus BX51-W1 M6-424 Roni Apte ? No Good 

Nikon FN1 Eclipse M6-431 Dani Gitler 2006 No Good 

Olympus BX51-W1 M6-437 Ilia Fleidervish  2008 No Good 

Zeiss Axiovert S-100 M6-437 Israel Sekler ? No Good 

Nikon Eclipse TIS M6-444 Dani Gitler 2008 No Good 

Nikon Eclipse TS-100 M6-545 Mazal Rubin  2006 No Good 

2 x Zeiss Axiovert 200M 
(equipped with CCD 
cameras and software) 

MIA- Leah Gheber 2001 No Good 

Inverter Mic (אין שם יצרן) M1-677 
Mahmoud 
Halihul 

? No Good 

Olympus CK40 M1-681A Yafa Mizrahi ? No Good 

Olympus CK2 Inverted M1-635,636 Etzion Yoram ? No  Good 

Motic AE 20 M1-667 Abed Azeb 2010 Yes Good 

Olympus cx41 M1-633 Nurit Porath ? No  Good 

Zeiss Lumar V12 M1-650 Alon Friedman 2006 No  Good 

Zeiss Lumar V12 M1-652 Alon Friedman 2005 No Good 

Zeiss Axioskop 2 PS+ M1 Alon Friedman 2006 No  Good 

Zeiss Axioskop 2+  M1-643 Alon Friedman 2006 No Poor 

Olympus IX50 M1-674 Etzion Yoram 2002 No  Good 

Motic microscopes  AE31  M1-640 Etzion Yoram 2011 Yes Good 

Olympus BX41     M1-672 Yael Segev 2010 No   Good 

Nikon Eclipse TS100 
flourescent 

M2-205 Assaf Rudich 2007 No   Good 

Back to Categories 

 

 



Microtome 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

MicromHM560 
MHC Hagit Cohen 

2005 
No 

Good 

Leica  CM1850 2010 Good 

Leica TP 1020 M6-241 Roni Apte 2003 No Good 

Leica EG 1110 M6-240 Roni Apte 2003 No Good 

Leica RM 2135 M6-240 Roni Apte 2003 No Good 

Leica VT 1200 M6-437 Ilia Fleidervish  2011 No Good 

Campden Vibrating 
microtome 7000 sm 

M1-652 Alon Friedman 2011 Yes  Good 

WPI nvsl.M1 M1-652 Alon Friedman 2005 No  Good  

Back to Categories 

Nano Drop 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

Thermo-Scientific 2000C  MHC Galila Agam 2010 No Good 

Thermo M2-339 Clay Davis ? No Good 

ND-100 M1A- 4-81 Eli Lewis 2007 No Good 

ND 1000 M6-141 Roni Apte 2006 No Good  

Thermo-Scientific 2000C M6-220 Alex Braiman 2010 No Good 

Back to Categories 

Programms 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

Imagequant Gel analysis 

MEDEV server 
-5  
Simultaneous  
users 

Yoav Sharoni 2010 N/A N/A 

FloJo M1A -4-63 Eli lewis       

ImageGauge M2-217 Assaf Rudich ? N/A Good 

Flojo      

Back to Categories 

 

 

 

 



Radio Meters 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 

or Contract 

Kontron(β ) MHC  Galila Agam 1990 No Disabled 

Packard TRI-CARB 
1900CA (β) 

M1A- 6-029 Soroka ~1990 No Fair 

Wallace 1409 (β) M6-133 Margalit Kroop ? No Disabled 

Perkin-Elmer Top Count 
NXT(β) 

M6-148 Angel Porgador 2005 No Good 

Packard Tri-Carb 2100TR 
(β) 

M6-536 Mazal Rubin 2003 No Good 

Packard Tri-Carb 2100TR 
(β) 

M6-536 Mazal Rubin 2003 No Good 

Back to Categories 

Real Time PCR 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

Illumna EcoTM MHC Galila Agam 2011 No Good 

StepOne, 48 wells B.51, R.324 Stas Engel 2011 0.5 year left Good 

BioRad MyIQ (96 well) M2-359 Clay Davis 2007 No Good 

ABI 7500* M6-141 Roni Apte 2005 No Good 

Eppendorf (PCR) M6-141 Roni Apte 1999 No Good 

BioRad (PCR) M6-133 Roni Apte 1999 No Good 

Rotor Gene 3000 M1A -4-59 
Amos 
Douvdevani 

2007 No Good 

Applied Biosystems 7300 M1-681A Alon Friedman 2007 No  Good 

Applied Biosystems 7500 M2-217 Assaf Rudich 2010 Yes  Good 

Back to Categories 

Spectrophotometer 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

Jasco V-530 UV/VIS M1A- 6-029 Yoav Sharoni 1999 No Poor 

Pharmacia SpecIII M2-331 Clay Davis ? No Good 

Eppendorff -Bio-
photometer 

M2-258  Ran Taube ? No Good 

Back to Categories 

 

 

 

 



Sonicator  

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

Vibra-cell* M6-552 Mazal Rubin 2009 No Good 

Probe sonicator M2 - 203 Assaf Rudich old  No Good 

Back to Categories 

Sterotactic Equipment 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

Neuro-Star MHC Hagit Cohen 2010 No Good 

Back to Categories 

Telemetry Research 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

DSI MHC  Hagit Cohen 2009 No Good 

Back to Categories 

Ultracentrifuge 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

Beckman K-90 M2-251  Ran Taube  2010 No Good 

Sorvall Discovery M120 M6-133 Margalit Kroop 2001 No Good 

Back to Categories 

Ultracentrifuge  - Rotors 

Make and Model Location  PI In Charge 
Year  of  
Manufacture 

Under 
Warranty Condition 

(Functional) 
or Contract 

SW-28 -Beckman M2-251 Ran Taube  1996 No Poor 

SW-41-Beckman M2-251 Ran Taube  1996 No Poor 

S55S-1045  M6-133 Margalit Kroop 2001 No Good 

Back to Categories 


