Hot plate instructions

This hot plate is also for acids, but make sure that the acid does not drop!

Use an aluminum foil is required.

To turn on / off the hot plate press here:

Adjusting the required temp.

Wait few seconds until the digits will be displayed.

Press “MODE”.

Adjust the required temp. by the arrows:

Press for few sec. to change the time faster.

Press “MODE” again.

The hot plate has some deviation; use the probe to measure the temp. accurately.

For any inquire call Rotem 0547922844 or Avraham 0522291270