
Chuckinspection protocol 4" x 4"

topside leveling 

...0,027.....mm

concentric running

....0,025....mm

Vacuum-0,82bar

Remarks:

minimum vacuum: -0.80 bar
permissible deviation from topside leveling: 0,030mm
permissible deviation from concentric running: 0,030mm

Chuck partnumber:                   tool AK: protocol number: 1/2
109138 200563

Order number: testing tool:QS
80036

Date: 2006.11-07               Name:HeGa accepted: rework:

X
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